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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\Aprii\120420\S-7367 4_235497.caf 

Identifier 1 Identifier 2 Comment Preparation Method 

235497 HW01 a(1334) 4/15/2012 2v_co2.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1987] Gas C02 

Background: 0.05 mV,0.38 mV,0.41 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 1561.6 Right: 1562.3 (Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

WKS-2-3 WKS-2-3 

Pn 1571.50 

1 1561.3 1569.90 1.1550478 1.3939922 12.579 20.365 -29.483 -1 .678 -31.578 -1.61 0 

2 1558.9 1568.14 1.1550054 1.3940497 12.550 20.440 -29.511 -1.604 -31.611 -1.536 

3 1556.3 1567.26 1.1550097 1.3939840 12.561 20.439 -29.500 -1.605 -31.599 -1.537 

4 1554.0 1566.16 1.1550175 1.3940041 12.575 20.427 -29.487 -1 .617 -31.584 -1.549 

5 1552.2 1565.72 1.1550129 1.3940075 12.589 20.428 -29.474 -1 .616 -31.570 -1.548 

6 1550.6 1564.82 1.1550336 1.3940534 12.600 20.441 -29.463 -1.603 -31.559 -1.535 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -29.486 0.011 0.005 2 

d 46C02/44C02 [per mil] vs. VPDB -1.609 0.007 0.003 1 

d 13C/12C [per mil] vs. VPDB -31.583 0.012 0.006 2 

d 180/160 [per mil] vs. VPDB -1.541 0.007 0.003 1.071113 1 

d 170/160 vs. 10.490 0.004 0.002 0.205976 1 
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